Attachment G

AED Inspection Check—Non-Client Areas: _______________________Month:_________________   
For Non-client areas:  Complete Highlighted areas only during normal work days.
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ADULT AED Pads expiration date(s) _________________

Signature_____________________________________    
Zoll, check:   ensure green check (√) light is on.  If  red (X) is present, unplug electrodes and check for green check (√)  to appear.  If the green check (√) light does not appear and/or the red (X) continues, tag as “out of order” and notify the supervisor. 
Routine monitoring of the ZOLL:  batteries, have multi-year shelf-life and the expiration date is noted on the outside of the AED. 
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